WILLIAM A. HINTON STATE LABORATORY INSTITUTE 
EQUIPMENT OPERATING TEMPERATURE RECORD 2012 


Instrument: _ Acceptable Operating Range:_ 

Room#: _ Year: 2020 

Record and initial temperature daily. If a temperature has not been taken or is unacceptable, document the incident 
and corrective action on the back of this log. 
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